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AIT  ALTERIIATIIIG  GURREHT  GOITTAGT-LIAKER 
FOR 

PREG I SlOil  MEASUEEi'.'iElIT S . 
I. 

The  function  of  this  machine  is  to  close  an  alternating 
current  circuit  at  any  predetermined  point  on  the  electromotive 
force  wave.  This  is  a  necessary  prerequisite  for  the  study  of  alter- 
nating current  transient  phenomena  as  the  value  of  the  transient 
depends  entirely  upon  the  point  at  which  the  circuit  is  closed.  Con- 
sider the  case  of  a  simple  circiut  containing  resistance  and  induc- 
tance. The  fundamental  equation  for  such  a  circuit  is, 

r  di 
e  =  ir  L 

Consider  the  electromotive  force  to  be  a  sine  wave. 

e  =^  E    sin  co  t 
cLi 

Then  e  =  ir  +  L  =  E  sina;t 

dt 

(1)  Dividing  hy  L  -||-  i  =  -|-  sino^t 


This  is  a  linear  eouation  and  may  he  integrated  hy  the  use  of  the 

fr  dt 

integrating  factor       e  ^ 


r  dt  fr  dt  (r  dt 


L  J  L 

IL.  e  ^  ±  e  =   |_  sin^te 

dt  T 


frt  frt  frt 

(2)  di  €  +        ie*^"^  dt-   I    sina;te''  ^  dt 


u  u 

The  second  term  is  of  the  form      d  e     =  £  du 


1» 


rt 


rt 


Therefore      die^+id(^'^    )  = 


rt 

sin    t  dt 


2- 


The  left  hand  side  is  now  in  the  form 


d  (xy)  =  y  dx  f  X  dy 

rt  rt 

d  (  i  e   L  )  =  I       sincxpt     e    L  dt 


^   1  r  ^ 

i  <^        =    ^     j  sin  cot  e    ^  dt+ 

-rt          r  rt  -rt 

i  =  e                sin<o  t  ^I-dt  +  Kd:"^ 

L  J 


(3) 


The  tern  on  the  right  hand  side  may  he  integrated  by  parts. 

rt 


let  u  =  sin  cut      and    dv  =  €" 


dt 


du  =  CO  Gos  oj  t  dt 


rt 

V  =  5  e  ^ 


r 


rt 


Then 


sinojt   e   "L    dt  = 


L  ^ 

sina)t    —  € 
r 


T 

~  e      <^  cos  cut  dt 


(4) 


rt 

=  sincot    ^  6 


rt 


L      cosc<j>t  dt 


Integrating  by  parts  again 
Let  u  =  cos  CO  t 

du  =  -  co  sin  cot  dt 


rt 

I 

ay  =  e-  dt 
rt 

r 


(5) 


—  rt        ^  rt 

^        coscot  dt  =  coswt       ^  ^ 


—  g  CO  sin  <ot  dt 
r 


rt 

=  cos  wt       e  ^ 


rt 


L  CO 
r 


f  rt 
.  L 


J 


sin  cot  dt 


(6)  Therefore  from  4         sin  cot    e        dt  = 


sin^^t    -el-  cosoJt    -   e  +    ^    c  L  sin  cot  dt 

r  r      L  r  r  J 

rt  rt  rt 

=  Sin  cot— 6      -  ^^^-^z  ^         oo3co±  ^  L-JiL^  je  sincotdt 


(7)     (1  *  ^liii!  )  ( 

J 


Substituting  in  3 


sintot  dt)  =  sinwt    —6    L  -  ^  L  coscot 

r  r2 


1  =  6:     •'^  E       f   sin  cut  r  g      -  g       cos  co  t    \  +  }£  e 


r    +  L  cc? 


E     /   Lr  sincot  -  co  ooscot 


I 


-rt 


-rt 

E  ^  ^ 


r    +      uj  ^ 


|jr  sincot  -coL  coscot        ■»•  K  6 


-rt 

E       lr      .      .        X  .    1      „     ,  L 


^        .  2    sincot  -    "2    cos<^t    I    +  K  c 


] 


-1 

Let        cj)    =    tan  ^ 


r 

Then     £    =  cos  <|>       and  2    =  sin 


i  = ^Qos  f  sincot  -  sin  <j>  cos^tj 

-rt 

=  1    sin(^t-<J))    f  K    €  ~^ 
Let  cot  =  0 

-rt 

Then    i  =  1  g <A)  +  K   e  ^ 
z 

V/hen    t  =    0;     i  =  0 

K  sin  (a.-  cf) 


~rt 
L 

+  K  e 
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-rt 

Then       i  =  ±i    sin  (  ^  -  <#>)  f  1  -  ^  ) 
z 

This  equation  shows  that  the  current  which  flows  when  a  circuit  is 

closed  depends  upon  the  time  since  it  is  a  function  of  the  angle  • 

The  equation  also  shows  that  the  current  gradually  comes  to  the 

-rt 

form  of  a  sine  wave  as  the  time  t  increases  in  the  term   e  L 
and  causes  it  to  approach  zero.  It  was  for  the  study  and  investi- 
gation of  such  phenomena  as  this  that  the  contact  maker  was  de- 
signed and  constructed. 

II. 

A  machine  for  closing  the  circuit  as  descrihed  above  has 
been  in  existence  in  the  Electrical  Engineering  Laboratory  for  some 
time.  This  machine  consists  of  a  rotating  drum  attached  to  the  shaft 
of  the  generator  and  mounted  on  a  separate  base.  The  drum  is  made 
partly  of  brass  and  partly  of  fiber.  The  dividing  line  between  these 
two  is  a  helix  which  makes  a  single  revolution  around  the  cylinder. 
This  helix  is  continued  on  the  insulating  portion  of  the  drum  by  a 
rib  of  fiber  which  makes  several  turns  around  the  drum.  A  copper 
brush  sliding  on  a  square  rod  carried  on  a  rotating  carriage  is  moved 
across  the  face  of  the  drum  by  a  spring.  V/hen  this  brush  comes  in 
contact  v/ith  the  fiber  helix  it  is  carried  along  between  the  turns 
and  makes  contact  on  the  brass  portion  of  the  cylinder  at  the  axial 
line  v/hich  connects  the  ends  of  the  single  turn  of  the  dividing  line 
helix.  The  carriage  which  supports  the  brush  may  be  rotated  so  that 
the  contact  may  be  made  at  any  predetermined  angle.  From  inspections 
and  tests  of  this  machine  the  following  faults  were  discovered.  The 
brush  chattered  as  it  made  the  contact  on  the  brass  cylinder  as  shown 
^oscillograms  of  several  waves.  This  was  due  to  friction  on  the  fiber 


5- 

helix,  to  the  roughness  of  the  drun  and  to  insufficient  tension  on  this 
brush  spring  and  too  much  pressure  on  the  spring  which  moves  the 
brush  across  the  cylinder.  Several  tines  in  the  tests  the  brush 
jumped  over  the  helix.  The  drum  v;as  not  perfectly  balanced  and  this 
coupled  with  insufficient  rigidity  in  the  machine  caused  excessive 
chattering  and  vibration.  The  brush  method  of  making  contact  proved  ' 
rather  unsatisfactory  as  the  edge  of  the  brush  7/ore  off  by  constantly  j 
rubbing  on  the  cylinder.  The  means  for  angular  adjustment  was  a  disk 
with  a  hole  drilled  in  it  for  each  degree  and  a  pin  which  fitted  into 
these  holes  and  locked  the  carriage.  This  method  is  not  sufficiently 
accurate. 

In  the  nev/  machine  the  faults  to  be  eliminated  were  vibra- 
tion and  chattering,  friction  betv/een  brush  and  cylinder,  lack  of 
rigidity  and  the  inaccuracy  of  angular  measurement.  In  order  to  stop 
the  chattering,  the  shafts  and  bearing  blocks  of  the  new  machine 
v/ere  made  much  more  substantial  and  a  heavy  iron  base  v/as  provided 
to  increase  the  inertia  of  the  machine  and  decrease  the  magnitude  of 
the  vibrations.  These  features  are  shown  in  Plates  I,  II,  and  III. 
The  fiber  rib  was  removed  from  the  drum    and  the  drum  made  smooth 
so  that  it  could  be  turned  up  absolutely  true.  An  auxiliary  shaft  L 
was  provided,  driven  from  the  main  shaft  K  by  means  of  the  gears, 
M  and  II,  v/hich  by  means  of  a  thread  cut  on  it  and  a  movable  nut  0 
to  which  the  contact  roller  P  was  attached  moved  the  roller  across 
the  cylinder  Q.  This  screv;  was  of  such  a  pitch  that  it  moved  the 
roller  at  exactly  the  same  speed  as  that  of  the  axial  motion  of  a 
point  on  the  dividing  helix  which  made  it  impossible  for  the  roller 
to  make  contact  at  any  place  on  the  helix  except  on  the  axial  line 
connecting  the  tv/o  ends  of  the  helix.  By  making  the  width  of  the 


roller  a  little  less  than  one  half  the  length  oi  this  line,  the 

whole  width  of  the  roller  v/as  luade  to  come  in  contact  at  once,  since 

the  auxiliary  shaft  v;as  driven  by  a  two  to  one  gear.  The  "brusli  was 

replaced  by  a  roller  in  order  to  make  a  smoother  running  conts-ct,  and 

a  spring  and  catch  was  provided  to  support  the  roller  out  of  contact 

v/ith  the  drum  v/hen  it  v/as.  not  in  use.  The  roller  is  also  less  liable 

to  be  destroyed  by  arcing  v/hen  closing  circuits  for  considerable 

amounts  of  current.  This  roller  is  supported  by  a  carriage  R  which 

slides  on  tv/o  circular  rods,  U  and  Y,  in  a  manner  similar  to  that 

of  a  lathe  carriage  on  its  bed.  These  rods  are  supported  by  tv/o 

heavy  disks,  S  and  T,  carried  on  bearings  concentric  with  the  main 

shaft.  These  disks  also  carry  the  shaft  v;hich  moves  the  carriage, 

Tv/o  other  rods,  \'I  and  X,  connect  these  tv/o  disks  in  such  a  manner 

as  to  form  a  stiff  frame-work  for  the  carriage  to  slide  on.  These 

details  are  shov/n  in  Plates  IV,  Y,  and  YI.  The  disks  are  capable  of 

rotating  and  being  clamped  in  any  position  by  a  set  screv/  Y,  A 

graduated  circle  is  attached  to  one  of  the  disks.  This  is  read  by 

means  of  a  vernier  attached  to  one  of  the  bearing  blocks.  This  is 

shov/n  in  Plate  YII.  The  speed  of  the  drum  v/as  determined  upon  as 

18^0  R.  P.  IJ.  since  at  this  speed  v/ith  sixty  cycle  current,  there 

one 

are  tv/o  cycles  per  revolution  making/actual  degree  equal  to  two  elec- 
trical degrees.  If  the  speed  were  decreased  the  number  of  electrical 
degrees  to  one  actual  degree  v/ould  be  increased  and  the  accuracy  of 
measurement  decreased.  A  set  of  change  gears  v/as  provided  so  that 
the  drum  could  be  run  at  a  constant  speed,  irrespective  of ,  the  num- 
ber of  poles  on  the  machine  to  which  it  was  attached. 

Considerable  difficulty  v/as  experienced  in  the  construction 
of  the  machine  because  of  the  lack  of  tools  for  such  small  and  acciur- 
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ate  work.  In  several  instances  special  tools  had  to  be  constructed 
to  do  some  part  of  the  machining. 
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